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The initial stability of cementless femoral components is crucial for the long-term success of total hip
arthroplasty. This has been reported in animal and clinical studies. Until now, the stability wasKeywords:
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evaluated by the measurement of relative micromotion on a few simultaneous locations around the
stem in cadaveric experiments. This paper presents an extended experimental setup to measure
simultaneously local micromotion, subsidence and gap on hundreds of points at the bone–stem
interface. This technique we applied to anatomical and straight stems in three pairs of cadaveric
femurs. Measurements were in agreement with typically reported values. Conversely to other methods,
which measure micromotion between implant and bone anchoring points of the measuring device, our
method provides local micromotion between stem surface and adjacent bone surface. The observed
variation of micromotion at the peri-implant surface conﬁrms the importance of this simultaneous
measure on a lot of points around the implant.
& 2012 Elsevier Ltd. All rights reserved.1. Introduction
In young patients, cementless total hip replacement is actually
often preferred to cemented stems because the use of an addi-
tional dead foreign body is avoided (Hozack et al., 1993).
Although the survival rate at 15 years of some cementless stems
is lower than cemented ones, other cementless designs show
equal results (Flecher et al., 2010; Ma¨kela¨ et al., 2010; Merle et al.,
2010). Failure is mainly associated to aseptic loosening, and has
been related, among other problems, to primary stability in
animal and human studies (Pilliar et al., 1986; Engh et al., 1992;
Bragdon et al., 1996; Jasty et al., 1997). A critical value of 150 mm
of micromotion has been reported as a maximal limit to avoid
ﬁbrous tissue formation instead of bone ingrowth (Jasty et al.,
1997). Besides, ample evidence indicates that mechanical cues
affect the apposition of bone by osteoblastic cells as well as the
osteoblastic differentiation pathway (Riddle and Donahue, 2009).
Therefore, the primary stability is the most accepted mechanical
quantity associated to the long-term success of cementless stems
(Callaghan et al., 1992).ll rights reserved.
: þ41 21 693 8660.
ier).Different techniques have already been proposed to measure
bone-implant micromotion after cementless total hip replace-
ment. This measure is usually divided into subsidence (Steimer
et al., 2006) and micromotion (Baleani et al., 2000). Recent studies
are mainly using linear variable differential transducers (LVDT’s)
(Walker et al., 1987; Gilbert et al., 1992; Buhler et al., 1997;
Britton et al., 2004; Cristofolini et al., 2007; Gheduzzi and Miles,
2007. LVDT however do not really measure the local relative
micromotion between the stem and the bone, but also include
bone deformation between the device ﬁxation and the measure-
ment site. Besides, the number of simultaneous measurement
points is limited to 1 or 2, with a reported maximum of 4
(Cristofolini et al., 2003). However, one or two values of micro-
motion cannot characterize the complex mechanical environment
of the peri-implant tissue. Recently, a new technique was pro-
posed to measure micromotion, locally and at multiple sites
simultaneously (Gortchacow et al., 2011). This method was based
on micro-CT imaging of loaded cadaveric femurs, with a metallic
stem and radio-opaque beads. This short communication reported
only 8 simultaneous measurement sites on a single femur, and
did not estimate the bone-implant gap.
Therefore, the goal of this study is twofold: ﬁrst, we wanted to
extend a cadaveric setup for measuring not only micromotion and
subsidence (Gortchacow et al., 2011) but also peri-implant gap, to
estimate the interstitial strain. In a second step, we aimed to
M. Gortchacow et al. / Journal of Biomechanics 45 (2012) 1232–1238 1233apply this new technique to compare the primary stability of an
anatomical versus a straight stem design, which are based on a
different stability concept (Callaghan et al., 1992).2. Materials and methods
2.1. Prostheses
We used two cementless femoral stems designs: anatomical and straight. The
anatomical design is adapted to the anatomical shape of the femur, while the
straight design has a rectangular cross-section shape. Three anatomical (SPS) and
straight (Harmony) stems were provided by the manufacturer (Symbios Ortho-
pe´die SA, Switzerland). Both are made of titanium alloy (Ti6Al4V). The SPS is bi-
coated with porous titanium and hydroxyapatite and the Harmony is coated with
hydroxyapatite. Both were fully coated.
2.2. Cadaveric femurs
Six human femora from 3 cadavers were used. The donors were 92, 88 and 87
year old females. The femurs were ﬁxed in a 4% formalin solution. A classical 2D
pre-operative planning was performed by a senior orthopedic surgeon with X-rays
images of all the femurs for both prosthetic designs. No sign of pathology was
observed on the X-rays contraindicating the implantation of a stem. An anatomical
and straight stem was implanted for every pair of femurs. The selection between
right and left for a given stem design was random.
2.3. Experimental setup
A senior surgeon achieved the pre-operation planning for each stem according
to manufacturer recommendations. Before implantation of the stems, 12 Tantalum
markers of 800 mm in diameter were placed on the stem surface and 500 stainless
steel markers of 600 mm in diameter were placed on the reamed medullar cavity.
The tantalum markers (stem markers) were dilled into the stem surface. The steel
markers (bone markers) were distributed as uniformly as possible and press ﬁt to
bone with a spatula. Each stem with its markers was scanned by a mCT (1076
Skyscan, Belgium) at a resolution (voxel size) of 36 mm, to get a reconstruction of
its surface and location of its markers. This geometric reconstruction was done
with the imaging software Amira (www.amira.com). Then, the surgeon completed
the ﬁnal implantation of the stem. After implantation, the femoral condyles were
resected at a distance of approximately 220 mm from the greater trochanter. The
distal end of the femur was cemented (Neukadur Multicast 20, Altropol Gmbh,
Germany) into a cylindrical cup (Fig. 1A). We used the cylindrical cup as a guide to
guarantee the same alignment for each stem. The stem neck was cut with ad
Piston
Fig. 1. Experimental setup with the loading device that is designed to be inserted
into the mCT (A). Anteroposterior (B) and mediolateral (C) scout view from the mCT
of a femur and stem mounted on the loading. The vertical dotted line represents
the center axis of the loading device and the arrow indicates loading point of the
piston.diamond saw so as to set the loading point at the center of the femoral head
(Fig. 1B, C). A load was applied at the femoral head center with a piston. This
loading device was designed to operate within the mCT. The center of mass of all
markers was localized using a home-made algorithm (Gortchacow et al., 2011).
Four successive mCT scans were performed for all stems: a 1st scan without load, a
2nd scan with a load of 2000 N, a 3rd scan without load and a 4th scan
without load.2.4. Peri-implant micromotion, subsidence and gap
Stem markers were used to determine the global position of the stem (Fig. 2A),
while bone markers were used to determine the local displacement of bone
(Fig. 2B). Stem markers deﬁned a frame of reference ﬁxed to the stem. This
reference frame was deﬁned at the 3rd unloaded case. It was obtained by a rigid
body transformation of the stem markers (Gortchacow et al., 2011). Local
micromotion was deﬁned as the local displacement of bone markers in the loaded
case (2nd scan) using the stem reference frame (3rd scan). Micromotion was
divided into a tangential and perpendicular component relative to the surface of
the stem. Subsidence was obtained from the position of bone markers in the initial
unloaded case (1st scan) using the stem reference frame (3rd scan). We thus get
the local displacement of bone after loading and unloading of the stem. Peri-
implant gap was calculated as the closest distance between the (reconstructed)
stem surface and bone marker in the reference frame.2.5. Measurement error
The measurement error was evaluated with two subsequent unloaded scans
(3rd and 4th scans). The loading device was randomly moved within the mCT to
have a different position between these two unloaded scans. The error of
micromotion (and subsidence) was obtained by measuring the displacement of
the bone markers of the fourth unloaded scan in the stem reference frame (third
scan). The distribution of this displacement in each spatial coordinate (x, y and z)
followed a normal distribution with mean 0 and standard deviation s. We deﬁned
the error as the 95% predictability band (prediction interval) of a single measure-
ment along the axis with the greatest error, i.e. 1.96 Max(sx,sy,sz), following the
method of a previous technical paper (Gortchacow et al., 2011).2.6. Strain
We assumed that octahedral shear strain goct is the mechanical variable that
drives the cell differentiation, which produces ﬁbrous tissue when goct is greater
than a critical value 0.1125. This value was estimated from another tissue
differentiation model (Huiskes et al., 1997), assuming that there is no ﬂuid ﬂow.
We also veriﬁed that this value of goct was within the range of reported values for
ﬁbrous tissue formation (Soballe et al., 1993). The octahedral stain was derived
from its general deﬁnition
goct ¼
2
3
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where Ei are the eigenvalues of the ﬁnite stain tensor E. Assuming that bone and
implant surfaces are parallel and rigid (compared to the soft tissue) in the vicinity
of the bone marker, this strain measure of bone was approximated (only quadratic
terms) with the following expression
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where the dimensionless quantities dn¼dhn/h and dt¼dht/h are deﬁned from the
perpendicular dhn and tangential dht components of the micromotion at the stem
surface, and h is the gap between the bone marker and the stem surface (Fig. 2).Fig. 2. In the vicinity of the marker, the bone and the implant surfaces are
approximted as rigid, parallel and separated by a gap h (left). When a load is
applied, the peri-implant tissue strain can be caraterized by the gap h and
perpendicular dhn and tangential dht micromotion (right).
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Micromotion, subsidence, gap and strain measurements were grouped in
4 usual anatomical sides: anterior (A), posterior (P), medial (P) and lateral (L). The
medial quarter was aligned with the direction deﬁned by the stem center and the
application force point. The other sides were set according to the medial one. For
each side, boxplots indicate median, 2 extremes, 2nd quartile (25% of data under
the median), 3rd quartile (25% of the data over the median) and number or
markers.3. Results
Local micromotion, subsidence and gap in the 3 directions
were successfully obtained for the 6 tested stems. The amount of
markers within each side varied between 7 and 80.
3.1. Micromotion and subsidence
The micromotion error was715 mm and approximately equal
in all directions. Overall, micromotion was below 150 mm, except
for the SPS of pair #1 and the SPS of pair #3 (Fig. 3). The fraction
of markers above the critical limit was 11% for the SPS of pair #1
and 14% for the SPS of pair #3. The average and spread of the
micromotion was globally lower for the Harmony. In pair #1, the80 38
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Fig. 3. Micromotion (left) and subsidence (right) around the SPS and Harmony stems
samples per side are indicated. The dotted horizontal line corresponds 150 mm.subsidence was nearly 5 mm in the SPS, while there was only a
slight subsidence in the Harmony (Fig. 3). Actually, this case
showed lowest subsidence. In pair #2, both stems performed very
similarly. The micromotion was below the critical limit and there
was no difference in subsidence. Pair #3 was rather similar than
pair #2, except in the anterior region, where micromotion was
higher for the SPS. Overall, the SPS was less stable for this pair.3.2. Gap
The bone-implant gap ranged between 0 and 7000 mm (Fig. 4).
For all femurs, the median was between 500 and 2000 mm. There
was not apparent relationship between gap, micromotion, sub-
sidence, stem types or measurements sides.3.3. Strain
Strain was very different from the micromotion (Fig. 5). In pair
#1, fraction of markers above the strain limit was 28% for the SPS,
while it remained below the critical value gcoct for the Harmony.
Conversely, in pair #2, the strain fraction was 2% for the SPS and
7% for the Harmony. In pair #3, the strain was similar to pair #2,
with a fraction of 19% for the SPS and 1% for the Harmony. Overall,60 61 33 59
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Fig. 4. Bone-implant gaps around the SPS and Harmony stems in the lateral (L), anterior (A), medial (M) and posterior (P) sides. The number of samples per side are indicated.
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medial and anterior side.4. Discussion
The initial stability of cementless femoral components used in
total hip arthroplasty is a key condition for the long-term survival
of the implant. It is indeed widely accepted that a lack of stability
prevents bone ingrowth, but promotes an interfacial layer of
ﬁbrous tissue (Pilliar et al., 1986; Engh et al., 1992; Bragdon
et al., 1996; Jasty et al., 1997). A relevant measurement of this
stability is currently only feasible on cadaveric models. In our
study, we propose to use a new method for measuring the peri-
implant micromotion, subsidence and gap, and for estimating the
strain interstitial. The second aim of this study was to apply this
technique to in a paired comparison of two typical stem designs
and to evaluate their relative stability.
The initial experimental method presented in a previous
technical paper was successfully extended to get a large number
of measurement points over the stem surface (Gortchacow et al.,
2011). The local three-dimensional micromotion measurement
was also extended with a measurement of the bone–stem gap,
which was used to estimate the strain within the interstitialtissue. Overall, the measured micromotion was within a physio-
logical range and below the critical value of 150 mm, except for
one case (SPS in pair #1). Subsidence values were also coherent
with typical reported data in cadaveric or clinical studies, except
for the same case, which explains its high micromotion. From a
clinical point of view, the subsidence for the SPS stem of pair #1
was not acceptable, but is however observed in real clinical
situations and requires a revision (Flecher et al., 2010). This large
subsidence was curtained because of the shape of the medullary
canal, not adapted for an anatomical stem. In pair #2 and #3,
micromotion was notably higher in the anterior and medial sides
than in the posterior and lateral sides. This can be related to the
application point of the load (the femoral head center), which is
on the medial side of the stem axis. Such a localized behavior was
not observed with the strain. The difference between micromo-
tion and strain reveals the importance of accounting not only for
micromotion, but also for peri-implant gap. Strain within the
interstitial tissue indeed strongly depends on this gap, and is
known to affect its transformation into a healthy bone tissue.
The comparison of the two stem designs (for pair #2 and #3)
in terms of micromotion showed that the straight stem was more
adapted to the anatomy in pair #3, however the micromotion was
not too far above the critical limit with the anatomical stem.
When we compare the interstitial strain, again with pair #2 and
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Fig. 5. Octahedral shear strain around the SPS and Harmony stems in the lateral (L), anterior (A), medial (M) and posterior (P) sides. The dotted horizontal line corresponds
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conversely strain was lower with the Harmony in pair #3. Our
results did not identify the best stem, but rather suggest that that
the choice of an anatomic or straight stem should be made
according to the shape of the medullary canal. A ‘‘champagne-
ﬂute’’ morphology is more adapted for an anatomic stem,
whereas a ‘‘stove-pipe’’ morphology will do better with a straight
stem (Noble et al., 1988). The femurs of pair #2 were indeed more
straight shaped, promoting a straight design of the stem, while
femurs of pair #3 were more tulip-like shaped, suggesting a
better initial stability of an anatomical design.
The multiple and simultaneous measurements of peri-implant
micromotion, subsidence and gap presented in this paper are
unique. They are based on a local measurement and provide an
estimate of the of interstitial tissue strain. Micromotion has already
been measured on cadaveric femurs, but only on a limited number
of simultaneous locations. The values of micromotion reported
here are compatible with other cadaveric measurements (Walker
et al., 1987; Gilbert et al., 1992; Buhler et al., 1997; Britton et al.,
2004). Although the comparison is not always easy because of
different techniques and loading conditions, most cadaveric studies
report maximal amplitude of micromotion and subsidence of about
100 mm, with higher values on the medial than on the lateral side.
The strength of the present study consists in simultaneously
measuring peri-implant micromotion, subsidence and gap in alarge number of points on the implant surface, without assuming
bone as a rigid body. With this method, we can extend the motion
measurement to estimate the strain with the interstitial tissue,
which is known to be a key parameter for the mechano-transduc-
tion phenomenon at the cellular level (Davies, 2003). Although
this interstitial tissue was not present in our cadaveric study, it is
so soft compared to the bone and the implant that it would not
contribute the mechanical stability of the implant. Thanks to the
custom-made loading device, this measurement could be made
with rather high loading amplitudes. The maximal loading ampli-
tude corresponded approximately to 2.5 times the body weight
and was associated to walking, according to experimental mea-
surement with an instrumented prosthesis (Bergmann et al.,
2001). The loading amplitude of 2000 N was used for all femurs,
since we had no information on donor weight. Our measurement
technique would also applicable to CoCr stems, but we have not
evaluated the effect of CT artifact, which are known to be higher
than for titanium stems.
This experimental setup had also some limitations. In the
current experimental setup the muscle force is not included.
Adding the abductor muscle force was however reported to
reduce slightly the micromotion measurement (Britton et al.,
2003; Park et al., 2010). Although it would be more difﬁcult to
add the muscle force in our system compared to LVDTs devices, it
is still feasible. In our study, the load was only applied once, but it
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the ﬁrst 100 cycles (Britton et al., 2004). Another limitation
concerns the number and distribution of markers, and measuring
points. Although we have much more measurement sites than all
other experimental methods, there is still a limitation in the
spatial distribution of the markers. The minimal distance between
two markers is indeed constrained by the size of the markers and
the resolution of the mCT measure, which is also contained by the
scanning time. We also were confronted to the problem of having
a more uniform distribution of the markers on the bone surface,
which is still an issue to improve in the future. Bone markers were
press ﬁtted into the bone surface of the reamed cavity, but a few
of them were too close to the implant and displaced with it
instead of staying on the bone surface. These bone markers were
easily identiﬁed and were not considered in the micromotion
analysis. In the present study, the micromotion error was higher
than the error reported by other studies using LVDTs. However,
our error of 15 mm was small enough to characterize potentially
loose implants having micromotion above 150 mm. Most impor-
tantly, the small error reported by LDVT’s devices do not account
for the bias caused by deformation of the measuring system itself
(Tarala et al., 2009). Assuming a gap error of 300 mm and the
measure error in micromotion of 15 mm in all orthogonal direc-
tions, we estimated the strain error using error propagation
reduced to quadratic terms. The median of the strain error
distribution over all measurements was 0.01, which remains
reasonable compare to the critical stain value of 0.11. Finally,
this study was weakened by the limited by the number of
specimens, as the lack of information on the donors. Although
we have no statistical signiﬁcance, we think that these two
different designs should be chosen according to the patient’s
femur shape, which is actually the common surgical planning
practice. One more problem is the age of the donors, which is
related to a signiﬁcant osteopenia. This induces a more ‘‘stove-
pipe’’-like shape of the medullary canal than in younger people,
which may also change the results (Noble et al., 1995).
To conclude, this study reveals the strength of this new
method and the importance of measuring peri-implant micromo-
tion and gap, in multiple and simultaneous sites, for analyzing the
initial stability of cementless implants. It is indeed accepted that
the initial stability of cementless implants is a key condition for
the long-term success of these implants. Moreover, since that
ﬁxation of the stem results of its complex 3D mechanical support,
we have showed the importance of measuring these values
overall around the stem rather than only in a few points. This
new experimental method for measuring micromotion and gap
around bone implants could thus be applied to compare the
primary stability of stem designs, or surgical techniques, but
could also be used to validate numerical models predicting this
primary stem stability.Conﬂict of interest statement
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